[Ventilation hazard caused by a soft ventilation bag].
The introduction of a new ventilation bag was associated with the occurrence of an unexpected ventilation problem. The analysis revealed a technical problem related to the high plasticity of the new bag allowing incomplete obstruction due to torsion of the anesthesia bag.